Introduction. WaveOne is a single endodontic instrument that reciprocates with a dedicated motor to shape root canal systems. The present study assessed the centering ability of this simplified protocol along with the effect of experience in simulated plastic canals. Methods. One experienced operator shaped two groups of simulated canals. Groups 1 and 3 each comprised 30 blinded L-shaped canals or S-shaped canals, respectively. Photographs were taken before and after shaping and digitally assessed centering after superimposition of the pictures. Time of shaping, number of passes, canal aberrations, and instrument degradation were recorded. In group 2 shaping was done on 30 blinded L-shaped canals by 30 different students with no prior experience with WaveOne. Results. All three groups yielded satisfactory, reproducible shaping. Centering ratios were low and homogeneous in all groups, with no significant differences between the experienced operator and the students. Apical transportation values were very low (≤0.138 mm) with no instances of blockage or separation. The average shaping time was short (43 to 101,6 sec). Conclusions. Within the limits of the study, the WaveOne instrument had excellent centering ability with a low risk of fracture or blockage and a short shaping time, regardless of the operator's level of experience.
Introduction
Root canal shaping is a key stage of endodontic treatment; when performed properly, it is a predictive factor for success. Ideally, root canal shaping should create a continuous tapered preparation from crown to apex while maintaining the original path of the canal and keeping the foramen size as small as practical [1] . These objectives can be difficult to achieve by using stainless steel hand instrumentation [2] . Thus, the introduction of rotary nickel titanium (NiTi) instrumentation was an important step in optimal root canal shaping [3] . This approach is faster, safer, and more reproducible, with a lower risk of procedural errors compared to hand instrumentation [4] . However, the risk of fracture of NiTi rotary files is still a concern amongst clinicians [5, 6] .
A 2008 publication described a single file-technique using asymmetric reciprocation [7] . The objectives of this new technique were to reduce the working time and cost and improve safety of the shaping procedure. Recently, the WaveOne (Dentsply-Maillefer, Ballaigues, Switzerland), a reciprocating file system with a dedicated motor was launched on the market. To the best of our knowledge, few scientific data are currently available regarding this new shaping system [8] [9] [10] [11] [12] . Centering ability is influenced both by the design of the instrument (taper, flexibility, and type of alloy) and the root canal anatomy. The straighter the root canal is, the less the instrument receives constraint and the more centered it is. Bürklein et al. [10] have shown that root canal shaping with WaveOne instrument can be performed with a good centering ability in regularly curved canals of extracted teeth. Recently, Kim et al. [11, 12] , using microcomputed tomography, did not find any difference in transportation values between Protaper F2 and WaveOne and confirmed the good behaviour of WaveOne.
The aim of the study was to assess the centering ability of WaveOne in simulated plastic L-curved root canals and to compare the effect of experience on results obtained by an experienced operator with those of novice students. In addition, some parameters such as taper, aberrations, preparation time, and quantity of removed resin will be analyzed.
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Furthermore a third group of S-shaped canals was prepared by the same experienced operator in order to assess the centering ability of WaveOne in a more complex situation.
Materials and Methods

Experimental Design.
Three groups each prepared 30 simulated canals with a WaveOne 25.08 primary file. The centering ability, apical transportation, maintenance of apical diameter, and taper were assessed within each group. Group 1 comprised 30 curved L-shaped simulated canals in plastic blocks (Endo Training Bloc-L; Dentsply-Maillefer, Ballaigues, Switzerland), which were prepared by an operator who had previously mastered this technique (MG). All of the simulated canals were standardized as follows: they were 16.5 mm long, the foramen diameter was 0.15 mm and the initial taper was .02. The radius and angle of curvature were measured using Pruett's technique [13] and were 4.5 mm and 60
• , respectively. Group 2 comprised similar L-shaped simulated canals, but the procedure was performed by 30 fifth-year students who had no previous experience with this technique. The students received a brief training, which included written instructions, watching a short video clip, and training on a single clear simulated canal. Group 3 comprised 30 S-shaped simulated plastic canals (Endo Training Bloc-S; Dentsply-Maillefer-Ballaigues-Switzerland), which were prepared by the same experienced operator (MG). The S-shaped canals were 16.5 mm long, the foramen diameter was 0.15 mm, and the initial taper was .02. The radius and angle of curvature, respectively, were 5 mm and 35
• for the first curvature and 4.5 mm and 30
• for the second curvature. All of the plastic blocks were covered with aluminum foil during the preparation. A specific platform was built to take pictures of the canals before and after shaping ( Figure 1 ). This set-up allowed precise camera (CANON 400D with SIGMA 105 mm F2.8 DG Macro EX lens) and plastic block repositioning. For calibration, an endo ruler (Dentsply-Maillefer, Ballaigues, Switzerland) was fixed adjacent to the plastic block and holes were used as a size reference with 600% magnification. A light source was placed behind the plastic blocks to create back lighting. Before shaping, canals were irrigated with iodine (Betadine Buccale; Meda Pharma, France) to make them clearly visible on the preoperative pictures.
The preoperative and postoperative pictures were surimposed to analyze the shaping ability of the WaveOne instrument (Figures 2 and 3 ).
The shaping technique followed the manufacturer's instructions with a slight modification in order to improve safety and predictability. A light pecking action was used to engage the file tip followed by a 2.5-3 mm passive penetration cycle. After each cycle the canal was irrigated with 1 mL of isopropyl alcohol and flutes of the instrument were cleaned with a moistened gauze. According to the directions for use, cleaning the flutes is mandatory in order to maintain cutting efficiency and to avoid exerting more apical pressure on the instrument potentially leading to much engagement of the file and a higher risk of fracture. The 2.5-3 mm cycles were repeated until working length is reached. The canals were first scouted with a #10 K-file (FlexoFile; Dentsply-Maillefer, Ballaigues, Switzerland) to check patency and precisely determine the working length. Before shaping, a drop of EDTA gel (Glyde File Prep; Dentsply-Maillefer, Ballaigues-Switzerland) was placed inside the coronal reservoir for lubrication. The preparation was performed with a single rotary file, the WaveOne Primary (lot 7134330; Dentsply-Maillefer, Ballaigues, Switzerland), and the preprogrammed motor (X-Smart Plus-Dentsply-Maillefer, Ballaigues, Switzerland), using a specific movement of reciprocation: 170
• CCW and 50
• CW at a speed equivalent to 350 rpm [11, 12] according to the aforementioned protocol. The number of passes and the total working time was recorded for each block. Time of shaping included instrumentation, irrigation, and instrument cleaning.
Images were analysed with Photoshop CS5 (ADOBE), and Image J 1.43u software (National Institutes of Health, http://rsb.info.nih.gov/ij/download.html) was used to make measurements every one millimeter from D0 to D11. Three measurements were recorded with 0.001 mm precision and 600% magnification at each level for a total of 36 measurements per canal. We measured (1) the instrumented canal (X sup ), (2) the distance between the inferior limit of the initial canal and the inferior limit of the instrumented canal (X inf ), and (3) the width of the shaped canal (Y ).
Using the following equations [14] , these data provided a quantitative and qualitative evaluation of the shaping ability of WaveOne: (1) total amount of resin removal, X sup + X inf ; (2) amount and direction of transportation, X sup − X inf ; (3) centering ratio (X sup − X inf )/Y [15] . We also recorded aberrations (e.g., occurrence of blockage, apical zip, and ledges) and working time.
Statistical Analysis.
Statistical analysis was performed with SigmaStat v2.03 software (Jandel Corporation). Data were compared using Student's t-test (α = 0.05). The normal distribution of variables was controlled with the Kolmogorov-Smirnov test, and the nonparametric Mann-Whitney test was used for data that were not normally distributed. The Kruskal-Wallis test was used to compare data regarding the number of instrument passes and the time of shaping.
Results
Neither blockage nor instrument separation occurred. Therefore, all of the canals were used for evaluation and statistical analyses
Measurement of Material Removed.
A steady and increasing amount of plastic was removed in the same proportions among the three groups (Table 1) . Therefore, a continuous tapered preparation was achieved regardless of operator experience (group 1 & 2) and canal anatomy (group 3).
Apical mean diameters at D0 after shaping were 0.297, 0.307, and 0.288 mm, respectively, for groups 1, 2, and 3. We did not find any statistically significant differences in the apical mean diameters among the three. The foramen diameters were slightly larger than the instrument tip size (0.25 mm). The transportation of the foramen being almost nonexistent, the increase in foramen size should likely be associated with a slight overinstrumentation. Since the WaveOne instrument has a .08 apical taper on the last three millimeters, overinstrumentation can be calculated according to the following formula:
with OI for over instrumentation and FS for foramen size observed. Therefore, overinstrumentation was 0.59, 0.72, and 0.48 mm, respectively, in groups 1, 2, and 3.
WaveOne Centering Ability.
Macroscopic observation of the superimposed pre-and postoperative photographs in all three groups revealed that the centering ability of the WaveOne was excellent (Figures 2 and 3) . The closer the centering ratio was to zero, the more centered the shaping was.
The mean values of the ratio (Table 2) were close to zero and relatively homogeneous in all three groups. When comparing the ratio at each point in groups 1 and 2, no statistically significant difference was found, except at points 5 and 7 (P < 0.001), which corresponded to curve initiation ( Figures  4 and 5) .
At the foramen level, there were no statistically significant differences between groups 1 and 2, but we did not note any differences between groups 1 and 3 (P < 0.001) and 2 and 3 (P < 0.01). Nevertheless, in group 3, the centering ratio remained very close to zero. Table 3 .
Preparation Time. All of the results are presented in
Instrument Aberration.
Macroscopic observation of the instruments after shaping revealed that of the 90 instruments used, eight were deformed. All of the damaged instruments belonged to group 3. Untwisting of the flutes was always located in the apical one-third of the instrument.
Discussion
A new instrument has to fulfill the well-agreed shaping objectives proposed by Schilder in [1] . Therefore, the aim of the study was to evaluate WaveOne shaping ability when used by an experienced operator and novice students in blinded L-shaped canal. Blinded S-shaped canals were then prepared by the experienced operator to assess the behaviour of this new endodontic instrument in a more complex anatomy. In both situations, the manufacturer mode of use was slightly Differences were statistically significant among all three groups for shaping time and number of passes (P < 0.001).
modified. Indeed, according to our clinical experience, care should be taken not to use a pumping action during the shaping procedure. A pumping action with a reciprocating motion has a tendency to pack debris beyond the tip and favors blockage and pressure leading to aberrations. Besides, extrusion of debris is a frequent occurrence in this approach [16] .
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The present study demonstrated an excellent shaping and centering ability of WaveOne single-file instrumentation in simulated plastic canals regardless of operator experience and canal anatomy. To our knowledge, only two studies have assessed the shaping ability of the WaveOne primary instrument with a dedicated preprogrammed reciprocating motor [10] [11] [12] .
Previous studies have investigated single file reciprocation using the Protaper F2 with a ATR Technika motor [17, 18] . The use of simulated canals in resin blocks has been widely described in the literature [14, 15] and this experimental model has been shown to be scientifically valid [15] ; it allows for good standardization and avoids variables that may be caused by differences in the anatomy: shape, size, taper, degree, location and radius of curvature, and dentin hardness of extracted teeth [14, 17] . However, one must be cautious about extrapolating the results to natural teeth [14] . As opposed to natural teeth, plastic canals are always patent and are manufactured with an initial taper equivalent to an ISO standard size 15 throughout their length. According to the manufacturer mode of use, the creation a secured glide path with a loose / =10 K file. However, a recent study has shown that the WaveOne primary file, if used after a previous glide path made with PathFiles, produced less modification in canal curvature suggesting hence that the presence of a bigger canal hole improves the performance of the instrument [9] . Nevertheless, the PathFiles were not used in the present study. Superimposition of canal outlines using digital photography is an accurate method to assess reproducibility and measurement of transportation [14, 19] . This model is widely used in the literature, but has some limitations [19] . Currently, microcomputed tomography is a model closer to clinical reality but it does not allow a direct and objective comparison between operators. This technique has been used by Loizides et al. [20] to compare canal shaping results between Hero-shaper and Protaper instrument. In a recent study, Kim et al. ([11, 12] , in press) using micro-CT did not find any difference in transportation between WaveOne and Protaper F2. Few studies have used the centering ratio (X sup − X inf )/Y [14, 15] , which is more accurate than measuring the amount of removed material. Indeed, most previous studies did not include the final diameter Y in the calculation, and instead considered only the amount of transportation. Although a direct comparison was not made, the apical transportation values obtained in the present study appeared to be much lower than those of other studies using rotary instrumentation in plastic canals, [2, 14, 15, 21] (Table 1 and Figure 5 ).
The centering ratios were low and similar in all three groups. The lowest ratios in groups 1 and 2 (L-shaped canals) were found at points 1 and 4 and corresponded to the straight portion of the canal after curvature. The highest ratios were found at points 8-10 and corresponded to the straight portion before the curvature. The lack of consistency found among operators at points 8-10 is most likely due to the inconstant position of the access zone, since some discrepancies exist on plastic blocks between the access zone and canal axis. Canal transportation was similar in both groups: external before curve initiation and internal at curve initiation and at the apical level. A very slight transportation occurred toward the internal wall at the foramen level, indicating that the reciprocating motion and M-wire alloy provided excellent centering action, despite the use of a 0.8-tapered instrument.
In group 3 (S-shaped canals), the lowest centering ratios were found at points 2, 4, and 8 and corresponded to the straight portion of the canal. The highest ratios were found at points 0, 3, 6, and 7 and corresponded to the foramen and initiating zones of the curvatures. Canal transportation was external before both curve initiations and internal at the first curve initiation, at the end of the second curve and at the foramen level.
In contrast with other similar studies, measurements were done at the foramen level instead of 1 mm from the foramen, and they revealed a nonsignificant amount of transportation. Interestingly, the apical diameters exceeded the tip size of the WaveOne Primary instrument: 0.25 mm. This may be due to slight overinstrumentation caused by a small decrease in the working length that can be offset by a brushing action during the shaping procedure of the coronal 2/3 and then a new determination of the working length [8] . It could also be due to the difficulty of maintaining a precise working length with mechanized instrumentation.
Nickel-titanium (Ni-Ti) rotary files are an important adjunct in clinical endodontics [3] . They produce smoothtapered canal preparations with reproducible results, even when performed by novice students [22] . Compared to manual stainless steel instrumentation, inexperienced operators achieved better canal preparations with rotary NiTi instruments but rotary preparation was associated with significantly more fractures [23] . Most studies comparing experienced and novice operators found differences in shaping ability and efficiency [22, 24] . Therefore, practice and experience are indispensable for safe application of this technique [25] . However, no significant differences were found in the present study, suggesting that there is a very short learning curve for the reciprocation technique and that it is suitable for teaching purposes, especially considering that all of the shaping was done blindly.
The shaping time, including irrigation and cleaning of the flutes, was slightly longer for the students: 101 sec on average compared to 43 sec for the experienced operator (Table 2) . Nevertheless, the shaping time even for the students seem to be much shorter than results obtained in similar studies using rotary instruments in simulated canals (e.g., Race, Hero 642, and Pro Taper), which were 2-10 min [2, 21] . This is consistent with the results of previous studies that assessed single-file reciprocation with the Protaper F2 [7, 17, 18, 26] , You et al. [27] and corroborates those of Bürklein et al. [10] , who compared WaveOne and Reciproc versus Mtwo and Protaper rotary technique during the preparation of curved root canals in extracted teeth. For an adequate disinfection, antiseptic irrigation is critical and can be only effective at the completion of a good shaping procedure [28] . Obviously, sufficient time and activation of irrigants should be devoted to this critical step to compensate the reduced shaping time. International Journal of Dentistry Unlike the Roane technique [19] single-file reciprocation creates a cutting action that is much greater than disengagement, thereby allowing better apical progression and higher efficiency.
Aberrations and fractures may occur when rotary instrumentation is used. However, with reciprocation and within the conditions of this study, no fracture or blockage were observed, even for inexperienced students. Only a few cases of untwisting of the apical flutes could be noticed in S-curved canals during the last steps of the shaping procedure. This corroborates the results of Kim et al. [11, 12] who showed that WaveOne and Reciproc (Dentsply-VDW, Munich, Germany) demonstrated significantly higher cyclic fatigue and torsional resistance than ProTaper F2.
Conclusion
Within the limits of this study, it was found that WaveOne single-file reciprocation had a very good centering ability when shaping simulated canals regardless of the level of operator experience and canal anatomy. Besides, the overall shaping time was fast, and there was a reduced risk of aberrations, blockages, and fractures. This new technique appeared to be promising, but further clinical and laboratory investigations are needed to confirm the results obtained in this study.
